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Introduction 


 


SERAS personnel, in response to WA# SERAS-130, provided analytical support for environmental samples 


collected from the Cabo Rojo Site in Cabo Rojo, Puerto Rico, as described in the following table.  The support 


also included QA/QC, data review and preparation of an analytical report containing analytical and QA/QC 


results. 


 


The samples were treated with procedures consistent with those specified in SERAS SOP #1008, Operation of 


Sample Refrigeration Units and Sample Receiving, Handling and Storage. 


 


Chain of Custody # Number 


of 


Samples 


Sampling 


Date 


Date 


Received 


Date  


Analyzed 


Matrix Analysis/ 


Method 


Laboratory Data 


Package 


2-032112-171616-


0015 


4 03/21/12 03/23/12 03/27/12 


through 


03/29/12 


Soil Gas TO-15(VOC) 


SERAS SOP 


1814 


ERT/SERAS X 044 


2-032112-174259-


0016 


4 


2-032112-175005-


0017 


4 


2-032112-175125-


0018 


2 


2-032112-175226-


0019 


4 


2-032112-175316-


0020 


4 


2-032112-175435-


0021 


4 


2-032112-175708-


0022 


4 


2-032112-175900-


0023 


4 


2-032112-180018-


0024 


4 


2-032112-180128-


0025 


4 


2-032112-180247-


0026 


3 


2-032112-180403-


0027 


4 


2-032112-180503-


0028 


2 


 


 Case Narrative 


 


Sampling was conducted as per the site-specific Quality Assurance Project Plan (QAPP) and analyzed by the 


analytical methods stated in the QAPP.  The laboratory reported the data to three significant figures.  Any other 


representation of the data is the responsibility of the user.  All data validation flags have been inserted into the 


results tables. 
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TO-15 (VOC) in Air Package X 044 


 


Due to insufficient sample volume, sample 0-130-1130 was pressurized to obtain a representative sample for 


analysis.  This pressurization elevated the reporting limits (RLs) above the project-specified RLs. 


 


The trip blank (0-130-1142) contained benzene, toluene, ethyl benzene and 1,2,4,-trimethylbenzene above the 


reporting limit (RL).  The following compounds are qualified as non-detect (U) and their RLs have been 


elevated to the concentration found in the samples as follows: 


 


 Benzene: 0-130-1159, -1058, -1061, -1063, -1069, -1091, -1093, -1130, -1133, -1135 and -1138. 


 


 Toluene: 0-130-1159, -1058, -1063, -1065, -1067, -1069, -1091, -1093, -1133, -1135 and -1138. 


 


 Ethyl Benzene: 0-130-1069, -1093, -1133 and -1135. 


 


 1,2,4-Trimethylbenzene: 0-130-1063, -1065, -1067, -1069, -1091, -1133 and -1135. 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


 


The results presented in this report only relate to the samples analyzed.  All results are intended to be 


considered in their entirety.  The Environmental Response Team/Scientific, Engineering, Response and 


Analytical Services laboratory is not responsible for utilization of less than the complete report. 
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Summary of Abbreviations 
 
BFB  Bromofluorobenzene 
C  Centigrade 
CLP  Contract Laboratory Program 
COC  Chain of Custody 
conc  concentration 
cont  continued 
CRDL  Contract Required Detection Limit 
CRQL  Contract Required Quantitation Limit 
D  (Surrogate Table) value is from a diluted sample and was not calculated 
Dioxin  Polychlorinated dibenzo-p-dioxins (PCDD) and Polychlorinated dibenzofurans (PCDF) 
DFTPP  Decafluorotriphenylphosphine 
EMPC  Estimated maximum possible concentration 
GC/MS  Gas Chromatography/ Mass Spectrometry 
IS  Internal Standard 
LCS  Laboratory Control Sample 
LCSD  Laboratory Control Sample Duplicate 
MDA  Minimum Detectable Activity  
MS (BS)  Matrix Spike (Blank Spike) 
MSD (BSD) Matrix Spike Duplicate (Blank Spike Duplicate) 
MW  Molecular Weight 
NA  Not Applicable or Not Available 
NAD  Normalized Absolute Difference 
NC  Not Calculated 
NR  Not Requested/Not Reported 
NS  Not Spiked 
% D  Percent Difference 
% REC  Percent Recovery 
SOP  Standard Operating Procedure 
ppbv  parts per billion by volume 
ppm  parts per million 
pptv  parts per trillion by volume 
PQL  Practical Quantitation Limit 
PAL  Performance Acceptance Limit 
QA/QC  Quality Assurance/Quality Control 
QL  Quantitation Limit 
RL  Reporting Limit 
RPD  Relative Percent Difference 
RSD  Relative Standard Deviation 
SERAS  Scientific, Engineering, Response and Analytical Services 
SIM  Selected Ion Monitoring 
Sur  Surrogate 
TIC  Tentatively Identified Compound 
TCLP  Toxicity Characteristic Leaching Procedure  
VOC  Volatile Organic Compound 
*  Value exceeds the acceptable QC limits 
 
m3 cubic meter g gram kg kilogram L liter  
µg microgram µL microliter mg milligram mL milliliter  
ng nanogram pg picogram pCi picocurie  s sigma 


 
Data Validation Flags 


 
J Value is estimated   R Value is unusable   
J+ Value is estimated high (metals only)  U Not detected 
J- Value is estimated low (metals only)  UJ Not detected and RL is estimated 
N Presumptively present (Aroclors only) 
 


Rev. 1/14/09 
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0300 U 0.0698 U 0.0698 0.0728 0.0698 U 0.0698


1,1-Dichloroethene U 0.0300 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Methylene Chloride U 0.0300 U 0.0698 0.0757 0.0698 0.148 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0300 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0300 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0300 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Chloroform U 0.0300 0.636 0.0698 U 0.0698 0.119 0.0698 U 0.0698


1,2-Dichloroethane U 0.0300 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Benzene U 0.0300 U 0.137 1.51 0.0698 1.87 0.0698 U 0.260


Trichloroethene U 0.0300 U 0.0698 0.104 0.0698 U 0.0698 U 0.0698


Toluene U 0.0300 U 0.785 3.66 0.0698 15.4 0.0698 U 1.73


Tetrachloroethene U 0.0300 0.746 0.0698 60.3 0.300 29.1 0.0698 U 0.0698


Ethylbenzene U 0.0300 0.192 0.0698 0.375 0.0698 1.11 0.0698 0.178 0.0698


1,2,4-Trimethylbenzene U 0.0300 0.333 0.0698 0.479 0.0698 3.27 0.0698 0.362 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Methylene Chloride U 0.0698 0.119 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Chloroform U 0.0698 U 0.0698 U 0.0698 0.145 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Benzene U 0.264 U 0.192 U 0.0698 U 0.0698 U 0.136


Trichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Toluene 3.49 0.0698 U 0.696 U 0.798 U 1.24 U 1.19


Tetrachloroethene U 0.0698 U 0.0698 0.0722 0.0698 0.244 0.0698 0.222 0.0698


Ethylbenzene 0.447 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0881


1,2,4-Trimethylbenzene 1.46 0.0698 U 0.143 U 0.140 U 0.203 U 0.220


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


0-130-1171 0-130-1174


Method Blank J1-SS J2-SS


R203016-17 R203016-29 R203016-32


R203016-38 R203016-40 R203016-42


MHS-SS1


R203016-44 R203016-46


R203016-35


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


0-130-1159 0-130-1058


I12-SS


0-130-1061 0-130-1063 0-130-1065 0-130-1067 0-130-1069


MHS-SS4 MHS-SS5 MHS-SS6


3/27/2012


WA# SERAS-130  Cabo Rojo Site


MHS-SS2 MHS-SS3
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698


Methylene Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698


Chloroform U 0.0698 U 0.0698 0.130 0.0698 0.124 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698


Benzene U 0.0698 U 0.126 U 0.112 0.883 0.0698


Trichloroethene U 0.0698 0.0868 0.0698 U 0.0698 U 0.0698


Toluene 2.37 0.0698 U 0.832 U 0.793 2.48 0.0698


Tetrachloroethene U 0.0698 1.07 0.0698 0.184 0.0698 0.247 0.0698


Ethylbenzene U 0.0698 0.162 0.0698 U 0.0933 0.189 0.0698


1,2,4-Trimethylbenzene 0.151 0.0698 U 0.206 0.245 0.0698 0.275 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Trichloroethene U 0.0698 0.328 0.0698 U 0.0698 U 0.0698 U 0.0698


Tetrachloroethene U 0.0698 0.233 0.0698 0.0978 0.0698 U 0.0698 1.03 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Trichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Tetrachloroethene 1.24 0.0698 0.122 0.0698 0.250 0.0698 0.235 0.0698 0.0981 0.0698


0-130-1147 0-130-1149


R203016-48


0-130-1071


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


R203016-14 R203016-19 R203016-22


R203016-07 R203016-10


PFCS-SS1 PFCS-SS2 PFCS-SS3 PFCS-SS4


0-130-1143 0-130-1152


R203016-01 R203016-03 R203016-05


PFCS-SS5


0-130-1145


WA# SERAS-130  Cabo Rojo Site


R203016-68 R203016-70 R203016-72


0-130-1091 0-130-1093 0-130-1095


MHS-SS7 FH-SS 44A-SS 44B-SS


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


0-130-1154 0-130-1156 0-130-1161 0-130-1164 0-130-1166


R203016-24R203016-12


PFCS-SS6 PFCS-SS7 15CX-SS 115ACX-SS 13CX-SS
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Trichloroethene 0.414 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Tetrachloroethene 3.00 0.0698 0.172 0.0698 U 0.0698 0.195 0.0698 0.107 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL


Analyte ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698


cis-1,2-Dichloroethene 0.134 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698


Trichloroethene U 0.0698 U 0.0698


Tetrachloroethene U 0.0698 0.235 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


Methylene Chloride U 0.0698 0.125 0.0698 0.143 0.0829 0.0758 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


Chloroform U 0.0698 0.746 0.0698 4.81 0.0829 0.164 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


Benzene U 0.0698 1.47 0.0698 U 0.728 U 0.224 U 0.124


Trichloroethene U 0.0698 U 0.0698 U 0.0829 U 0.0698 U 0.0698


Toluene U 0.0698 5.45 0.0698 7.05 0.0829 U 1.06 U 1.53


Tetrachloroethene U 0.0698 0.402 0.0698 5.98 0.0829 0.251 0.0698 0.811 0.0698


Ethylbenzene U 0.0698 1.11 0.0698 0.875 0.0829 U 0.0891 U 0.0826


1,2,4-Trimethylbenzene U 0.0698 0.535 0.0698 1.51 0.0829 U 0.0749 U 0.0825


R203017-09 R203017-11 R203017-14 R203017-16


3/28/2012 0-130-1128 0-130-1130 0-130-1133 0-130-1135


0-130-1168 0-130-1075 0-130-1077 0-130-1079


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


Method Blank I15-SS J3-SS J4-SS L-SS


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-26 R203016-52 R203016-54 R203016-56 R203016-58


0-130-1085 0-130-1087


0-130-1081


CX6-SS CSA-SS1 CSA-SS2 CSA-SS3 CSA-SS4


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-62 R203016-64


CSA-SS6 CSA-SS7
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL


Analyte ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698


Methylene Chloride U 0.0698 0.107 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698


Chloroform U 0.0698 3.08 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698


Benzene U 0.0751 0.943 0.0698


Trichloroethene U 0.0698 0.0925 0.0698


Toluene U 0.700 4.55 0.0698


Tetrachloroethene U 0.0698 0.270 0.0698


Ethylbenzene U 0.0698 0.625 0.0698


1,2,4-Trimethylbenzene U 0.0698 1.29 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Trichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Tetrachloroethene 0.388 0.0698 U 0.0698 9.96 0.0698 0.139 0.0698 0.253 0.0698


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 0.369 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 0.521 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 0.278 0.0698


Trichloroethene U 0.0698 U 0.0698 U 0.0698 0.498 0.0698 0.0850 0.0698


Tetrachloroethene 1.76 0.0698 0.188 0.0698 0.292 0.0698 0.380 0.0698 0.123 0.0698


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


0-130-1097 0-130-1099


R203016-83 R203016-86


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-60 R203016-74 R203016-76 R203016-78 R203016-81


0-130-1083


PS-SS2


0-130-1138 0-130-1140


R203017-19 R203017-21


CSA-SS5 NC-SS 53DC-SS 10AF-SS 12AF-SS


WA# SERAS-130  Cabo Rojo Site


PS-SS1


R203016-88 R203016-90 R203016-92


0-130-1101 0-130-1104


3AF-SS 52H-SS 8AF-SS


0-130-1106 0-130-1109 0-130-1111 0-130-1113 0-130-1115


55H-SS 53H-SS
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv ppbv


Vinyl Chloride U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


trans-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,1-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


cis-1,2-Dichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


1,2-Dichloroethane U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Trichloroethene U 0.0698 U 0.0698 U 0.0698 U 0.0698 U 0.0698


Tetrachloroethene 0.488 0.0698 0.336 0.0698 16.1 0.0698 0.0888 0.0698 0.121 0.0698


R203017-04 R203017-07


53C-SS 49C-SS 51C-SS 46C-SS 50H-SS


0-130-1117 0-130-1119 0-130-1121 0-130-1123 0-130-1126


Table 1.1a  Results of the Analysis for VOC (ppbv) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-94 R203016-96 R203017-02
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.0767 U 0.178 U 0.178 0.186 0.178 U 0.178


1,1-Dichloroethene U 0.119 U 0.277 U 0.277 U 0.277 U 0.277


Methylene Chloride U 0.104 U 0.242 0.263 0.242 0.515 0.242 U 0.242


trans-1,2-Dichloroethene U 0.119 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.121 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.119 U 0.277 U 0.277 U 0.277 U 0.277


Chloroform U 0.146 3.11 0.341 U 0.341 0.580 0.341 U 0.341


1,2-Dichloroethane U 0.121 U 0.282 U 0.282 U 0.282 U 0.282


Benzene U 0.0958 U 0.437 4.84 0.223 5.99 0.223 U 0.831


Trichloroethene U 0.161 U 0.375 0.560 0.375 U 0.375 U 0.375


Toluene U 0.113 U 2.96 13.8 0.263 57.9 0.263 U 6.53


Tetrachloroethene U 0.203 5.06 0.473 409 2.03 198 0.473 U 0.473


Ethylbenzene U 0.130 0.834 0.303 1.63 0.303 4.80 0.303 0.775 0.303


1,2,4-Trimethylbenzene U 0.147 1.64 0.343 2.35 0.343 16.1 0.343 1.78 0.343


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


Methylene Chloride U 0.242 0.413 0.242 U 0.242 U 0.242 U 0.242


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


Chloroform U 0.341 U 0.341 U 0.341 0.707 0.341 U 0.341


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Benzene U 0.844 U 0.614 U 0.223 U 0.223 U 0.435


Trichloroethene U 0.375 U 0.375 U 0.375 U 0.375 U 0.375


Toluene 13.1 0.263 U 2.62 U 3.01 U 4.66 U 4.48


Tetrachloroethene U 0.473 U 0.473 0.490 0.473 1.66 0.473 1.50 0.473


Ethylbenzene 1.94 0.303 U 0.303 U 0.303 U 0.303 U 0.382


1,2,4-Trimethylbenzene 7.19 0.343 U 0.704 U 0.687 U 0.998 U 1.08


Table 1.1b  Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


I12-SS J1-SS J2-SS MHS-SS1


0-130-1171 0-130-1058


R203016-29 R203016-32


R203016-38 R203016-40 R203016-42 R203016-44 R203016-46


0-130-1061 0-130-1063 0-130-1065 0-130-1067 0-130-1069


R203016-35


3/27/2012


WA# SERAS-130  Cabo Rojo Site


0-130-1159


R203016-17


0-130-1174


Method Blank


MHS-SS6


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


MHS-SS2 MHS-SS3 MHS-SS4 MHS-SS5
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277


Methylene Chloride U 0.242 U 0.242 U 0.242 U 0.242


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277


Chloroform U 0.341 U 0.341 0.635 0.341 0.606 0.341


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282


Benzene U 0.223 U 0.403 U 0.357 2.82 0.223


Trichloroethene U 0.375 0.467 0.375 U 0.375 U 0.375


Toluene 8.93 0.263 U 3.14 U 2.99 9.33 0.263


Tetrachloroethene U 0.473 7.25 0.473 1.25 0.473 1.68 0.473


Ethylbenzene U 0.303 0.703 0.303 U 0.405 0.819 0.303


1,2,4-Trimethylbenzene 0.744 0.343 U 1.01 1.20 0.343 1.35 0.343


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Trichloroethene U 0.375 1.76 0.375 U 0.375 U 0.375 U 0.375


Tetrachloroethene U 0.473 1.58 0.473 0.663 0.473 U 0.473 6.99 0.473


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Trichloroethene U 0.375 U 0.375 U 0.375 U 0.375 U 0.375


Tetrachloroethene 8.38 0.473 0.828 0.473 1.70 0.473 1.59 0.473 0.665 0.473


0-130-1071


WA# SERAS-130  Cabo Rojo Site


R203016-68 R203016-70


0-130-1091 0-130-1093 0-130-1095


R203016-01 R203016-03 R203016-05 R203016-07 R203016-10


0-130-1143


R203016-72


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


R203016-48


MHS-SS7 FH-SS 44A-SS 44B-SS


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


0-130-1152


PFCS-SS1 PFCS-SS2 PFCS-SS3 PFCS-SS4 PFCS-SS5


0-130-1145 0-130-1147 0-130-1149


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-12 R203016-14 R203016-19 R203016-22 R203016-24


0-130-1154 0-130-1156 0-130-1161 0-130-1164 0-130-1166


PFCS-SS6 PFCS-SS7 15CX-SS 115ACX-SS 13CX-SS
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Trichloroethene 2.22 0.375 U 0.375 U 0.375 U 0.375 U 0.375


Tetrachloroethene 20.4 0.473 1.17 0.473 U 0.473 1.32 0.473 0.727 0.473


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282


cis-1,2-Dichloroethene 0.531 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282


Trichloroethene U 0.375 U 0.375


Tetrachloroethene U 0.473 1.59 0.473


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.212 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.329 U 0.277 U 0.277


Methylene Chloride U 0.242 0.436 0.242 0.495 0.288 0.263 0.242 U 0.242


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.329 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.335 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.329 U 0.277 U 0.277


Chloroform U 0.341 3.64 0.341 23.5 0.405 0.799 0.341 U 0.341


1,2-Dichloroethane U 0.282 U 0.282 U 0.335 U 0.282 U 0.282


Benzene U 0.223 4.68 0.223 U 2.32 U 0.714 U 0.396


Trichloroethene U 0.375 U 0.375 U 0.445 U 0.375 U 0.375


Toluene U 0.263 20.5 0.263 26.6 0.312 U 3.98 U 5.76


Tetrachloroethene U 0.473 2.73 0.473 40.6 0.562 1.70 0.473 5.50 0.473


Ethylbenzene U 0.303 4.82 0.303 3.80 0.360 U 0.387 U 0.358


1,2,4-Trimethylbenzene U 0.343 2.63 0.343 7.40 0.407 U 0.368 U 0.406


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-26 R203016-52 R203016-54 R203016-56 R203016-58


0-130-1168 0-130-1075 0-130-1077 0-130-1079 0-130-1081


CX6-SS CSA-SS1 CSA-SS2 CSA-SS3 CSA-SS4


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-62 R203016-64


0-130-1085 0-130-1087


CSA-SS6 CSA-SS7


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203017-09 R203017-11 R203017-14 R203017-16


3/28/2012 0-130-1128 0-130-1130 0-130-1133 0-130-1135


Method Blank I15-SS J3-SS J4-SS L-SS
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277


Methylene Chloride U 0.242 0.370 0.242


trans-1,2-Dichloroethene U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277


Chloroform U 0.341 15.0 0.341


1,2-Dichloroethane U 0.282 U 0.282


Benzene U 0.240 3.01 0.223


Trichloroethene U 0.375 0.497 0.375


Toluene U 2.64 17.2 0.263


Tetrachloroethene U 0.473 1.83 0.473


Ethylbenzene U 0.303 2.71 0.303


1,2,4-Trimethylbenzene U 0.343 6.35 0.343


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Trichloroethene U 0.375 U 0.375 U 0.375 U 0.375 U 0.375


Tetrachloroethene 2.63 0.473 U 0.473 67.6 0.473 0.942 0.473 1.71 0.473


Method: SERAS SOP#1814


SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 1.46 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 2.07 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 1.13 0.282


Trichloroethene U 0.375 U 0.375 U 0.375 2.68 0.375 0.457 0.375


Tetrachloroethene 11.9 0.473 1.28 0.473 1.98 0.473 2.58 0.473 0.831 0.473


WA# SERAS-130  Cabo Rojo Site


R203016-83 R203016-86 R203016-88


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203017-19 R203017-21


0-130-1138 0-130-1140


PS-SS1 PS-SS2


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-60 R203016-74 R203016-76 R203016-78 R203016-81


0-130-1083 0-130-1097 0-130-1099 0-130-1101 0-130-1104


CSA-SS5 NC-SS 53DC-SS 10AF-SS 12AF-SS


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


R203016-90 R203016-92


0-130-1106 0-130-1109 0-130-1111 0-130-1113 0-130-1115


3AF-SS 52H-SS 8AF-SS 55H-SS 53H-SS
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SERAS Sample Number


Sample Number


Sample Location


Results RL Results RL Results RL Results RL Results RL


Analyte µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


µg/m
3


Vinyl Chloride U 0.178 U 0.178 U 0.178 U 0.178 U 0.178


1,1-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


trans-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,1-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


cis-1,2-Dichloroethene U 0.277 U 0.277 U 0.277 U 0.277 U 0.277


1,2-Dichloroethane U 0.282 U 0.282 U 0.282 U 0.282 U 0.282


Trichloroethene U 0.375 U 0.375 U 0.375 U 0.375 U 0.375


Tetrachloroethene 3.31 0.473 2.28 0.473 109 0.473 0.602 0.473 0.823 0.473


R203017-04 R203017-07


53C-SS 49C-SS 51C-SS 46C-SS 50H-SS


Table 1.1b (cont) Results of the Analysis for VOC (µg/m
3
) in Air


WA# SERAS-130  Cabo Rojo Site


R203016-94 R203016-96 R203017-02


0-130-1117 0-130-1119 0-130-1121 0-130-1123 0-130-1126
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Sample ID:  LCS 03/27/2012


LCS LCS


Spike Amount Recovered


Analyte ppbv ppbv % Recovery


Vinyl Chloride 1.03 0.763 74 53 - 130


1,1-Dichloroethene 1.05 0.783 75 49 - 128


Methylene Chloride 1.05 0.812 77 35 - 134


trans-1,2-Dichloroethene 1.05 0.761 73 62 - 123


1,1-Dichloroethane 1.05 0.807 77 64 - 133


cis-1,2-Dichloroethene 1.05 0.795 76 61 - 129


Chloroform 1.02 0.751 74 62 - 141


1,2-Dichloroethane 1.05 0.853 81 59 - 139


Benzene 1.05 1.01 96 62 - 123


Trichloroethene 1.04 0.871 84 72 - 133


Toluene 1.05 0.951 91 64 - 133


Tetrachloroethene 1.04 0.756 73 66 - 138


Ethylbenzene 1.06 0.995 94 61 - 139


1,2,4-Trimethylbenzene 1.04 0.873 84 24 - 131


Sample ID:  LCS 03/28/2012


LCS LCS


Spike Amount Recovered


Analyte ppbv ppbv % Recovery


Vinyl Chloride 1.03 0.818 79 53 - 130


1,1-Dichloroethene 1.05 0.854 81 49 - 128


Methylene Chloride 1.05 0.872 83 35 - 134


trans-1,2-Dichloroethene 1.05 0.843 80 62 - 123


1,1-Dichloroethane 1.05 0.879 84 64 - 133


cis-1,2-Dichloroethene 1.05 0.864 82 61 - 129


Chloroform 1.02 0.832 82 62 - 141


1,2-Dichloroethane 1.05 0.932 89 59 - 139


Benzene 1.05 1.06 101 62 - 123


Trichloroethene 1.04 0.947 91 72 - 133


Toluene 1.05 1.01 96 64 - 133


Tetrachloroethene 1.04 0.807 78 66 - 138


Ethylbenzene 1.06 1.06 100 61 - 139


1,2,4-Trimethylbenzene 1.04 0.893 86 24 - 131


% Recovery


Table 2.1 Results of the LCS Analysis for VOC in Air


WA# SERAS-130  Cabo Rojo Site


QC Limits


QC Limits


% Recovery
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Sample ID:  LCS 03/28/12


LCS LCS


Spike Amount Recovered


Analyte ppbv ppbv % Recovery


Vinyl Chloride 1.03 0.789 77 53 - 130


1,1-Dichloroethene 1.05 0.814 78 49 - 128


Methylene Chloride 1.05 0.845 81 35 - 134


trans-1,2-Dichloroethene 1.05 0.810 77 62 - 123


1,1-Dichloroethane 1.05 0.844 80 64 - 133


cis-1,2-Dichloroethene 1.05 0.831 79 61 - 129


Chloroform 1.02 0.796 78 62 - 141


1,2-Dichloroethane 1.05 0.913 87 59 - 139


Benzene 1.05 1.01 96 62 - 123


Trichloroethene 1.04 0.890 86 72 - 133


Toluene 1.05 0.993 95 64 - 133


Tetrachloroethene 1.04 0.784 75 66 - 138


Ethylbenzene 1.06 1.04 98 61 - 139


1,2,4-Trimethylbenzene 1.04 0.923 89 24 - 131


Sample ID:  LCS 03/29/12


LCS LCS


Spike Amount Recovered


Analyte ppbv ppbv % Recovery


Vinyl Chloride 1.03 0.843 82 53 - 130


1,1-Dichloroethene 1.05 0.893 85 49 - 128


Methylene Chloride 1.05 0.909 87 35 - 134


trans-1,2-Dichloroethene 1.05 0.881 84 62 - 123


1,1-Dichloroethane 1.05 0.935 89 64 - 133


cis-1,2-Dichloroethene 1.05 0.905 86 61 - 129


Chloroform 1.02 0.878 86 62 - 141


1,2-Dichloroethane 1.05 0.994 95 59 - 139


Benzene 1.05 1.13 108 62 - 123


Trichloroethene 1.04 0.976 94 72 - 133


Toluene 1.05 1.06 101 64 - 133


Tetrachloroethene 1.04 0.824 79 66 - 138


Ethylbenzene 1.06 1.11 105 61 - 139


1,2,4-Trimethylbenzene 1.04 1.16 112 24 - 131


WA# SERAS-130  Cabo Rojo Site


QC Limits


% Recovery


QC Limits


% Recovery


Table 2.1 (cont) Results of the LCS Analysis for VOC in Air
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Sample ID: 0-130-1058


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


Methylene Chloride U U NC ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


Chloroform U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Benzene 0.260 0.275 6 ≤25


Trichloroethene U U NC ≤25


Toluene 1.73 1.88 8 ≤25


Tetrachloroethene U U NC ≤25


Ethylbenzene 0.178 0.186 4 ≤25


1,2,4-Trimethylbenzene 0.362 0.416 14 ≤25


Sample ID: 0-130-1061


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


Methylene Chloride U U NC ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


Chloroform U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Benzene 0.264 0.267 1 ≤25


Trichloroethene U U NC ≤25


Toluene 3.49 3.60 3 ≤25


Tetrachloroethene U 0.0759 NC ≤25


Ethylbenzene 0.447 0.458 2 ≤25


1,2,4-Trimethylbenzene 1.46 1.53 5 ≤25


Sample ID: 0-130-1063


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


Methylene Chloride 0.119 0.122 2 ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


Chloroform U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Benzene 0.192 0.172 10 ≤25


Trichloroethene U U NC ≤25


Toluene 0.696 0.644 8 ≤25


Tetrachloroethene U U NC ≤25


Ethylbenzene U U NC ≤25


1,2,4-Trimethylbenzene 0.143 0.118 20 ≤25


Table 2.2  Results of the Duplicate Analysis for VOC in Air


WA# SERAS-130 Cabo Rojo Site
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Sample ID: 0-130-1065


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


Methylene Chloride U U NC ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


Chloroform U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Benzene U U NC ≤25


Trichloroethene U U NC ≤25


Toluene 0.798 0.893 10 ≤25


Tetrachloroethene 0.0722 0.0782 8 ≤25


Ethylbenzene U U NC ≤25


1,2,4-Trimethylbenzene 0.140 0.155 10 ≤25


Sample ID: 0-130-1097


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Trichloroethene U U NC ≤25


Tetrachloroethene U U NC ≤25


Sample ID: 0-130-1099


Initial Analysis Duplicate Analysis QC Limit


Analyte ppbv ppbv RPD RPD


Vinyl Chloride U U NC ≤25


1,1-Dichloroethene U U NC ≤25


trans-1,2-Dichloroethene U U NC ≤25


1,1-Dichloroethane U U NC ≤25


cis-1,2-Dichloroethene U U NC ≤25


1,2-Dichloroethane U U NC ≤25


Trichloroethene U U NC ≤25


Tetrachloroethene 9.96 10.2 2 ≤25


Table 2.2 (cont) Results of the Duplicate Analysis for VOC in Air


WA# SERAS-130  Cabo Rojo Site
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		Samp_No		Location		Sublocation		Matrix_ID		Lab_Name		Analytical_Method		Analyte		Result		Result_Units		Result_Qualifier		Reporting_Limit		Reporting_Limit_Units		Analysis		Percent_Solids		WA#		QAFlag		Comment		Date_Analyzed		Lab_Samp_No		Result_Type_Code		QC_Type		Percent_Lipids		Amount_Spiked		Amount_Spiked_Units		Percent_Recovery		Percent_Recovery_Limits		RPD		RPD_Limits

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Vinyl Chloride		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Methylene Chloride		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethane		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Chloroform		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,2-Dichloroethane		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Benzene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Trichloroethene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Toluene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Tetrachloroethene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Ethylbenzene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.03		ppbv		U		0.03		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Chloroform		0.636		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Benzene		0.137		ppbv		U		0.137		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Toluene		0.785		ppbv		U		0.785		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.746		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Ethylbenzene		0.192		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.333		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0757		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Benzene		1.51		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Trichloroethene		0.104		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Toluene		3.66		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Tetrachloroethene		60.3		ppbv				0.3		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Ethylbenzene		0.375		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.479		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0728		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Methylene Chloride		0.148		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Chloroform		0.119		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Benzene		1.87		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Toluene		15.4		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Tetrachloroethene		29.1		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Ethylbenzene		1.11		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		3.27		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Benzene		0.26		ppbv		U		0.26		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Toluene		1.73		ppbv		U		1.73		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Ethylbenzene		0.178		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.362		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Benzene		0.264		ppbv		U		0.264		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Toluene		3.49		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Ethylbenzene		0.447		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.46		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Methylene Chloride		0.119		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Benzene		0.192		ppbv		U		0.192		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Toluene		0.696		ppbv		U		0.696		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.143		ppbv		U		0.143		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Benzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Toluene		0.798		ppbv		U		0.798		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.0722		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.14		ppbv		U		0.14		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Chloroform		0.145		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Benzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Toluene		1.24		ppbv		U		1.24		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Tetrachloroethene		0.244		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.203		ppbv		U		0.203		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Benzene		0.136		ppbv		U		0.136		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Toluene		1.19		ppbv		U		1.19		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Tetrachloroethene		0.222		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Ethylbenzene		0.0881		ppbv		U		0.0881		ppbv		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.22		ppbv		U		0.22		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Benzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Toluene		2.37		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.151		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Benzene		0.126		ppbv		U		0.126		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Trichloroethene		0.0868		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Toluene		0.832		ppbv		U		0.832		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.07		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Ethylbenzene		0.162		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.206		ppbv		U		0.206		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Chloroform		0.13		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Benzene		0.112		ppbv		U		0.112		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Toluene		0.793		ppbv		U		0.793		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.184		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Ethylbenzene		0.0933		ppbv		U		0.0933		ppbv		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.245		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Chloroform		0.124		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Benzene		0.883		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Toluene		2.48		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.247		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Ethylbenzene		0.189		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.275		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Trichloroethene		0.328		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.233		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Tetrachloroethene		0.0978		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Tetrachloroethene		1.03		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Tetrachloroethene		1.24		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Tetrachloroethene		0.122		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.25		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.235		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.0981		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Trichloroethene		0.414		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Tetrachloroethene		3		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.172		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Tetrachloroethene		0.195		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.107		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.134		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Tetrachloroethene		0.235		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Benzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Toluene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Methylene Chloride		0.125		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Chloroform		0.746		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Benzene		1.47		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Toluene		5.45		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.402		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Ethylbenzene		1.11		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.535		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Methylene Chloride		0.143		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Chloroform		4.81		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Benzene		0.728		ppbv		U		0.728		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Trichloroethene		0.0829		ppbv		U		0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Toluene		7.05		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Tetrachloroethene		5.98		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Ethylbenzene		0.875		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.51		ppbv				0.0829		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0758		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Chloroform		0.164		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Benzene		0.224		ppbv		U		0.224		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Toluene		1.06		ppbv		U		1.06		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.251		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Ethylbenzene		0.0891		ppbv		U		0.0891		ppbv		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.0749		ppbv		U		0.0749		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Benzene		0.124		ppbv		U		0.124		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Toluene		1.53		ppbv		U		1.53		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.811		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Ethylbenzene		0.0826		ppbv		U		0.0826		ppbv		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.0825		ppbv		U		0.0825		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Methylene Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Chloroform		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Benzene		0.0751		ppbv		U		0.0751		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Toluene		0.7		ppbv		U		0.7		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Ethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Methylene Chloride		0.107		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Chloroform		3.08		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Benzene		0.943		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Trichloroethene		0.0925		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Toluene		4.55		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.27		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Ethylbenzene		0.625		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.29		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Tetrachloroethene		0.388		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Tetrachloroethene		9.96		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.139		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.253		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.76		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.188		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.292		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.369		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.521		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Trichloroethene		0.498		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.38		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.278		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Trichloroethene		0.085		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.123		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.488		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.336		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Tetrachloroethene		16.1		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.0888		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Trichloroethene		0.0698		ppbv		U		0.0698		ppbv		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.121		ppbv				0.0698		ppbv		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Vinyl Chloride		0.0767		µg/m3		U		0.0767		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethene		0.119		µg/m3		U		0.119		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Methylene Chloride		0.104		µg/m3		U		0.104		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.119		µg/m3		U		0.119		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethane		0.121		µg/m3		U		0.121		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.119		µg/m3		U		0.119		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Chloroform		0.146		µg/m3		U		0.146		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,2-Dichloroethane		0.121		µg/m3		U		0.121		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Benzene		0.0958		µg/m3		U		0.0958		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Trichloroethene		0.161		µg/m3		U		0.161		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Toluene		0.113		µg/m3		U		0.113		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Tetrachloroethene		0.203		µg/m3		U		0.203		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		Ethylbenzene		0.13		µg/m3		U		0.13		µg/m3		VOC				SERAS-130		1																								

		3/27/2012		Method Blank				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.147		µg/m3		U		0.147		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Chloroform		3.11		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Benzene		0.437		µg/m3		U		0.437		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Toluene		2.96		µg/m3		U		2.96		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Tetrachloroethene		5.06		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		Ethylbenzene		0.834		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1159		I12-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.64		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Methylene Chloride		0.263		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Benzene		4.84		µg/m3				0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Trichloroethene		0.56		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Toluene		13.8		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Tetrachloroethene		409		µg/m3				2.03		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		Ethylbenzene		1.63		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1171		J1-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		2.35		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.186		µg/m3				0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Methylene Chloride		0.515		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Chloroform		0.58		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Benzene		5.99		µg/m3				0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Toluene		57.9		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Tetrachloroethene		198		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		Ethylbenzene		4.8		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1174		J2-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		16.1		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Benzene		0.831		µg/m3		U		0.831		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Toluene		6.53		µg/m3		U		6.53		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		Ethylbenzene		0.775		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1058		MHS-SS1				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.78		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Benzene		0.844		µg/m3		U		0.844		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Toluene		13.1		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		Ethylbenzene		1.94		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1061		MHS-SS2				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		7.19		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Methylene Chloride		0.413		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Benzene		0.614		µg/m3		U		0.614		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Toluene		2.62		µg/m3		U		2.62		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1063		MHS-SS3				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.704		µg/m3		U		0.704		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Benzene		0.223		µg/m3		U		0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Toluene		3.01		µg/m3		U		3.01		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.49		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1065		MHS-SS4				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.687		µg/m3		U		0.687		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Chloroform		0.707		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Benzene		0.223		µg/m3		U		0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Toluene		4.66		µg/m3		U		4.66		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Tetrachloroethene		1.66		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1067		MHS-SS5				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.998		µg/m3		U		0.998		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Benzene		0.435		µg/m3		U		0.435		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Toluene		4.48		µg/m3		U		4.48		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Tetrachloroethene		1.5		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		Ethylbenzene		0.382		µg/m3		U		0.382		µg/m3		VOC				SERAS-130		1																								

		0-130-1069		MHS-SS6				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.08		µg/m3		U		1.08		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Benzene		0.223		µg/m3		U		0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Toluene		8.93		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1071		MHS-SS7				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.744		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Benzene		0.403		µg/m3		U		0.403		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Trichloroethene		0.467		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Toluene		3.14		µg/m3		U		3.14		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Tetrachloroethene		7.25		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		Ethylbenzene		0.703		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1091		FH-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.01		µg/m3		U		1.01		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Chloroform		0.635		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Benzene		0.357		µg/m3		U		0.357		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Toluene		2.99		µg/m3		U		2.99		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.25		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		Ethylbenzene		0.405		µg/m3		U		0.405		µg/m3		VOC				SERAS-130		1																								

		0-130-1093		44A-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.2		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Chloroform		0.606		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Benzene		2.82		µg/m3				0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Toluene		9.33		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.68		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		Ethylbenzene		0.819		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1095		44B-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		1.35		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1143		PFCS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Trichloroethene		1.76		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1145		PFCS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		1.58		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1147		PFCS-SS3				Air				SERAS SOP#1814		Tetrachloroethene		0.663		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1149		PFCS-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1152		PFCS-SS5				Air				SERAS SOP#1814		Tetrachloroethene		6.99		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1154		PFCS-SS6				Air				SERAS SOP#1814		Tetrachloroethene		8.38		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1156		PFCS-SS7				Air				SERAS SOP#1814		Tetrachloroethene		0.828		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1161		15CX-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.7		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1164		115ACX-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.59		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1166		13CX-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.665		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Trichloroethene		2.22		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1168		CX6-SS				Air				SERAS SOP#1814		Tetrachloroethene		20.4		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1075		CSA-SS1				Air				SERAS SOP#1814		Tetrachloroethene		1.17		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1077		CSA-SS2				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1079		CSA-SS3				Air				SERAS SOP#1814		Tetrachloroethene		1.32		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1081		CSA-SS4				Air				SERAS SOP#1814		Tetrachloroethene		0.727		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.531		µg/m3				0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1085		CSA-SS6				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1087		CSA-SS7				Air				SERAS SOP#1814		Tetrachloroethene		1.59		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Benzene		0.223		µg/m3		U		0.223		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Toluene		0.263		µg/m3		U		0.263		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		3/28/2012		Method Blank				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.343		µg/m3		U		0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Methylene Chloride		0.436		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Chloroform		3.64		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Benzene		4.68		µg/m3				0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Toluene		20.5		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Tetrachloroethene		2.73		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		Ethylbenzene		4.82		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1128		I15-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		2.63		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.212		µg/m3		U		0.212		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.329		µg/m3		U		0.329		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Methylene Chloride		0.495		µg/m3				0.288		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.329		µg/m3		U		0.329		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.335		µg/m3		U		0.335		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.329		µg/m3		U		0.329		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Chloroform		23.5		µg/m3				0.405		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.335		µg/m3		U		0.335		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Benzene		2.32		µg/m3		U		2.32		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Trichloroethene		0.445		µg/m3		U		0.445		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Toluene		26.6		µg/m3				0.312		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Tetrachloroethene		40.6		µg/m3				0.562		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		Ethylbenzene		3.8		µg/m3				0.36		µg/m3		VOC				SERAS-130		1																								

		0-130-1130		J3-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		7.4		µg/m3				0.407		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Methylene Chloride		0.263		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Chloroform		0.799		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Benzene		0.714		µg/m3		U		0.714		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Toluene		3.98		µg/m3		U		3.98		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.7		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		Ethylbenzene		0.387		µg/m3		U		0.387		µg/m3		VOC				SERAS-130		1																								

		0-130-1133		J4-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.368		µg/m3		U		0.368		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Benzene		0.396		µg/m3		U		0.396		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Toluene		5.76		µg/m3		U		5.76		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Tetrachloroethene		5.5		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		Ethylbenzene		0.358		µg/m3		U		0.358		µg/m3		VOC				SERAS-130		1																								

		0-130-1135		L-SS				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.406		µg/m3		U		0.406		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Methylene Chloride		0.242		µg/m3		U		0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Chloroform		0.341		µg/m3		U		0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Benzene		0.24		µg/m3		U		0.24		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Toluene		2.64		µg/m3		U		2.64		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		Ethylbenzene		0.303		µg/m3		U		0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1138		PS-SS1				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		0.343		µg/m3		U		0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Methylene Chloride		0.37		µg/m3				0.242		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Chloroform		15		µg/m3				0.341		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Benzene		3.01		µg/m3				0.223		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Trichloroethene		0.497		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Toluene		17.2		µg/m3				0.263		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Tetrachloroethene		1.83		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		Ethylbenzene		2.71		µg/m3				0.303		µg/m3		VOC				SERAS-130		1																								

		0-130-1140		PS-SS2				Air				SERAS SOP#1814		1,2,4-Trimethylbenzene		6.35		µg/m3				0.343		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1083		CSA-SS5				Air				SERAS SOP#1814		Tetrachloroethene		2.63		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1097		NC-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.473		µg/m3		U		0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1099		53DC-SS				Air				SERAS SOP#1814		Tetrachloroethene		67.6		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1101		10AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.942		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1104		12AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.71		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1106		3AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		11.9		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1109		52H-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.28		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1111		8AF-SS				Air				SERAS SOP#1814		Tetrachloroethene		1.98		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		1.46		µg/m3				0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		2.07		µg/m3				0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Trichloroethene		2.68		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1113		55H-SS				Air				SERAS SOP#1814		Tetrachloroethene		2.58		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		1.13		µg/m3				0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Trichloroethene		0.457		µg/m3				0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1115		53H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.831		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1117		53C-SS				Air				SERAS SOP#1814		Tetrachloroethene		3.31		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1119		49C-SS				Air				SERAS SOP#1814		Tetrachloroethene		2.28		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1121		51C-SS				Air				SERAS SOP#1814		Tetrachloroethene		109		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1123		46C-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.602		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Vinyl Chloride		0.178		µg/m3		U		0.178		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,1-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		trans-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,1-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		cis-1,2-Dichloroethene		0.277		µg/m3		U		0.277		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		1,2-Dichloroethane		0.282		µg/m3		U		0.282		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Trichloroethene		0.375		µg/m3		U		0.375		µg/m3		VOC				SERAS-130		1																								

		0-130-1126		50H-SS				Air				SERAS SOP#1814		Tetrachloroethene		0.823		µg/m3				0.473		µg/m3		VOC				SERAS-130		1																								
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